Purpose-To investigate the use of advanced ultrasonic imaging to quantitatively evaluate normaltissue toxicity in breast-cancer radiation treatment.
INTRODUCTION
Radiation therapy following lumpectomy has improved breast conservation, local regional control and survival, and is firmly established in the management of early breast carcinoma (1) (2) (3) (4) (5) . Advances in early detection and treatment technologies has improved breast cancer survival rates during the 1980s and early-1990s, and has maintained an approximate 90% 5-yr relative survival rate throughout the past decade (6) . In light of the increasing number of breast cancer survivors as well as the increasing years of survival, greater focus has been placed on optimizing radiation treatment techniques to reduce normal-tissue effects (7, 8) .
In current clinical practice, physicians use subjective grading systems to evaluate radiation effects on the breast tissue, such as those established by the Radiation Therapy Oncology Group (RTOG) and European Organization for Research and Treatment of Cancer (EORTC) (9) (10) (11) (12) (13) (14) . In the RTOG Late Radiation Morbidity Scoring Scheme, physicians assign a score of 0 (absent) to 4 (severe) for skin and subcutaneous tissue toxicity based on visual and tactile examinations ( Table 1) . Although simple and quantitative, such subjective measures are prone to inter-observer variability (15) .
We have introduced a quantitative ultrasound technique as a complementary or alternative method for normal-tissue toxicity assessment. Ultrasound is safe, noninvasive, cost-effective and widely-accessible making it well-suited for clinical implementation. Our ultrasound technique combines conventional ultrasound with ultrasonic tissue characterization (UTC), which can measure changes in tissue microstructures, to objectively assess radiation-injury to the skin and subcutaneous tissues.
To quantify normal-tissue toxicity, we developed three parameters computed from the backscattered ultrasound radio-frequency (RF) signals: skin thickness, Pearson coefficient and midband fit. These parameters were selected based on clinical, radiological and pathological observations of skin and subcutaneous tissue toxicity characteristics. To assess the efficacy of this method, we have initiated a clinical study to investigate late toxicity in breast cancer radiotherapy. This study primarily compares quantitative ultrasound assessments of the normal-tissue injury to the observed RTOG late morbidity scores.
In particular, the aims of this study are to determine: (1) whether the quantitative ultrasound technique that we have developed is able to measure late toxicities in skin and subcutaneous tissues of the irradiated breast, as compared to the untreated contra-lateral breast; (2) if quantitative ultrasound measurements correlate with physician assessment using RTOG Late Radiation Morbidity Scoring Scheme; and (3) if quantitative documentation of normal-tissue toxicity is feasible in the clinic.
METHODS AND MATERIALS

Patients
Between February and October 2007, 18 breast cancer patients were recruited under an institutional review board (IRB) approved study at Columbia University Medical Center (Table  2 ). All patients had previously received breast conservation therapy for early-stage breast cancer. The time elapsed between the completion of radiotherapy and follow-up ranged from 6 to 92 months (median of 22 months). Radiation treatment consisted of a standard regimen: external beam radiation of 50.0-50.4 Gy to the whole breast using 6-MV tangential parallel opposed fields, followed by an electron boost to the tumor bed of 10.0-16.0 Gy, depending on the margin status.
Ultrasound Examination and Parameter Computation
All enrolled patients received ultrasound scans at routine follow-up visits. We used a clinical ultrasound scanner, Sonix RP (Ultrasonix Medical Corporation, BC, Canada), with a 12-MHz linear probe for patient data acquisition. In this study, ultrasound B-mode images and radiofrequency (RF) echo signals were acquired simultaneously from the treated and untreated breasts. Patients were scanned in a supine position. A thin layer of gel was applied to ensure good coupling between the skin and the ultrasound probe. The probe was held perpendicular to the breast surface without application of additional pressure, as shown in Fig. 1 . Four ultrasound scans were obtained from each breast: left breast 12:00 (upper), 3:00 (lateral), 6:00 (lower), and 9:00 (medial); and right breast 12:00 (upper), 3:00 (medial), 6:00 (lower), and 9:00 (lateral). Scans from the untreated breast served as controls. Examinations were comfortable, easy, and fast-taking approximately 5 to 10 minutes. Figure 2 shows a RF signal from the center of a conventional B-mode image. We developed a software routine in MatLab® to analyze the RF echo signals backscattered from the tissue of interest to measure radiation-induced skin and soft-tissue changes. The underlying physics concepts behind our quantitative ultrasound have been described in previous reports (16, 17) , and are briefly explained in the appendix. Skin thickness was measured as the distance between backscattered signals from the epidermis and those of the hypodermis (Appendix eI). We analyzed radiation injury to the hypodermis by computing the average Pearson correlation coefficient between adjacent scan segments of RF signals within a 10 mm × 2 mm region-ofinterest, located along the hypodermis (Appendix eII). To assess the damage to subcutaneous glandular tissue, the midband fit (that is, the average intensity of the linear regression of the 1D power spectrum of the subcutaneous tissue) was calculated from the RF signals within a 30 mm (width) × 4 mm (depth) region-of-interest located 8 mm below the skin (Appendix eIII).
For each patient, we calculated these three parameters: skin thickness, Pearson correlation coefficient, and midband fit at all four scan locations on each breast. Measurements taken from the four locations of the treated breast were averaged for each parameter and compared against the average value of the untreated breast of the same patient. Although the radiation dose is not uniform across the entire breast, average values were investigated to validate the viability of our technique.
Clinical Assessment
Clinical assessments were performed after the ultrasound scan during follow-up by the same physician (with the exception of one patient). Physical examinations of radiation toxicity include visual inspection and systematic palpation of both breasts. RTOG Late Radiation Morbidity Scoring Scheme was used for assessment of skin and subcutaneous-tissue toxicity (Table 1) in the treated breast. The physicians were blinded to the ultrasound measurements and ultrasound data analyses were performed without the knowledge of RTOG scores. We evaluated the statistical distribution of our ultrasound parameter values with respect to RTOG scores. We compared average parameter values for patients with grade-0 toxicity to average parameter values for patients with grade-1 or higher toxicity.
Statistical Analysis
A paired t-test was used to examine the significance of the difference between treated and untreated breast measurements. Pearson correlation coefficient was used to identify whether correlation existed among any two of the three ultrasound parameters.
RESULTS
Case Study
A 55 year-old breast cancer patient, with Stage I invasive ductal carcinoma, was treated with external beam RT from December 2005 to February 2006. She received 50.4 Gy to the whole breast followed by an electron boost of 10.0 Gy to the lumpectomy site. At 1-year follow-up, the treated breast had retracted roughly 4 cm, measured at the nipple (Fig. 3) . The patient developed Grade-1 late skin toxicity and Grade-1 late subcutaneous-tissue toxicity according to physician assessment based on RTOG Late Morbidity Scoring Scheme. is a B-mode image of the treated breast at the corresponding medial position. Here, the dose received was 50.4 Gy and the skin is markedly thicker at 3.13 mm. The untreated hypodermis has a consistent pattern, while the treated hypodermis is obscured. The Pearson correlation coefficient of the RF intensity along the untreated hypodermis was 0.39, compared to 0.21 for the treated hypodermis. Midband fit of the calibrated spectral intensity was −8.44 dB for the untreated glandular tissue and −2.36 dB for the treated glandular tissue. This increase in intensity for the treated breast is related to the increase in collagen concentration caused by fibrosis.
Ultrasound parameters from the four measurement locations (upper, medial, lower and lateral) were averaged for each parameter to provide an overall perspective of post-radiation changes to the breast (Table 3) . Ratios of the averaged treated to untreated measurements were taken to control for patient-to-patient variability. Dermal, hypodermal, and subcutaneous injury was suggested by skin thickening of 38.1%, decrease in Pearson correlation coefficient of 45.2%, increase in midband fit of 7.0 dB. These findings are consistent with the patient's clinical assessment of grade-1 late toxicity.
Cohort analysis
Average parameter values for all patients were plotted in a 3D scattergram (Fig. 5) , which shows an overall trend of post-radiation increase in skin thickness and midband fit values, coupled with a decrease in the Pearson coefficient. The segregation of ultrasound parameter values for the treated and untreated breasts demonstrates that our quantitative ultrasound is capable of capturing radiation-induced normal-tissue injury. (Fig. 6 ). For this group of 18 patients, an average skin thickness increase of 26.9% was measured in the treated breasts with respect to the untreated breasts. Pearson coefficient ranged from 0.03 to 0.52 for the untreated hypodermis, and ranged from 0.21 to 0.41 for the treated hypodermis (Fig. 7) . Overall, an average decrease of 31.5% in the Pearson coefficient was observed in the treated breasts compared to the untreated breasts. Figure 8 shows the spectral midband fit values ranged from −17.61 to 10.82 dB for the untreated breasts, yet ranged from −18.45 to 11.85 dB for the treated breasts. An average increase of 91.6% in midband fit value was observed in the treated breasts.
Statistical analysis confirms significant differences between treated and untreated breast tissue in all three parameters: skin thickness (p < 0.001), midband fit (p = 0.008), and Pearson correlation coefficient of the hypodermis (p < 0.001), as shown in Table 4 . No statistical correlation exists between any two of the three parameters suggesting that all three are necessary to adequately evaluate toxicity.
Comparison of ultrasound evaluation to clinical assessments
To account for patient-to-patient variability, we examined the ratios of treated to untreated ultrasound parameter values. We compared the ratios of three ultrasound parameters for each patient (treated divided by untreated) with their RTOG late-toxicity scores. Clinical assessment revealed 6 (33%) patients with grade-0, 10 (56%) with grade-1, and 2 (11%) with grade-2 skin toxicity. For subcutaneous toxicity, 10 (56%) patients had grade-0, 7 (39%) had grade-1, and 1 (6%) had grade-2. Strong correlation was found between skin thickness and RTOG subcutaneous toxicity, Pearson coefficient and RTOG skin toxicity, and midband fit and RTOG subcutaneous toxicity. Figure 9 is a box plot comparison of the treated to untreated skin thickness ratio versus RTOG subcutaneous late-toxicity score. The average increase in skin thickness was 17% among patients with grade-0 subcutaneous toxicity, and 39% among patients with grade-1 or grade-2 subcutaneous toxicity. The increasing trend in mean values with respect to RTOG subcutaneous toxicity score represents good correlation between skin thickness measurements and clinical assessment, suggesting this parameter's ability to measure dermal injury. Figure 10 shows treated to untreated Pearson coefficient ratio versus RTOG skin late-toxicity scores. An average decrease of 18% in Pearson coefficient value was found among patients with grade-0 skin toxicity, whereas a decrease of 38% was found among patients with grade-1 or grade-2 toxicity. A decreasing trend is visible in Fig. 10 and demonstrates the feasibility of this parameter to measure toxicity of the hypodermis. Figure 11 compares the midband fit difference to RTOG subcutaneous-tissue late-toxicity score. Since the midband fit is expressed in the logarithmic units of decibel (dB), a difference (subtraction) represents the intensity ratio of the backscattered signals from treated to untreated breasts. An average increase in midband fit value of 6% (0.25 dB) was observed among patients with grade-0 subcutaneous toxicity, while an average increase of 136% (3.72 dB) was observed among patients with grade-1 or grade-2 toxicity. The increasing trend of midband fit values with respect to RTOG score, suggests this parameter is able to measure toxicity of the subcutaneous glandular tissue.
DISCUSSION
Radiation's effects on normal tissues are complex processes (14) . The histopathologic changes evolve through phases and often result in a loss of architectural integrity of tissue microstructures at the treatment site. Ultrasound backscattered signals carry information about the structural features of the insonified (imaged) skin and subcutaneous tissues. Through our quantitative ultrasound technique, we are able to measure radiation-induced structural changes, and can therefore, quantify normal-tissue toxicity. We investigated three ultrasound measured parameters including skin thickness, Pearson coefficient and midband fit to address normaltissue injury of the dermal, hypodermal, and subcutaneous tissues, respectively.
The first parameter we utilized is skin thickness. Skin thickening is a well-known post-radiation effect (15) and has been investigated by several groups using high-frequency ultrasound (18) (19) (20) . Our skin thickness is measured from the RF signals backscattered from the epidermis and hypodermis. Through the measurement of skin thickness, we may be able to gauge the severity of skin fibrosis or edema. The second parameter we introduced is the Pearson coefficient, a new parameter in quantitative ultrasound imaging. The Pearson coefficient measures the average correlation between adjacent scan segments of RF signals along the hypodermis and evaluates the hypodermal integrity. Radiation-induced hypodermis damage often results in extensive cellular fibrosis, characterized by the loss of consistent pattern in extracellular structures (16) , causing a decrease in the Pearson coefficient. The third parameter that we adapted is the midband fit of the 1D power spectrum of the backscattered RF signals of the deeper glandular tissues. Ultrasonic tissue characterization using 1D power spectrum has been widely investigated for cancer detections in a broad variety of organs such as the breast (21), prostate (22) , kidney (23) , liver (24) and eye (25) in the past two decades. The midband fit parameter is capable of capturing cell density and collagen-content changes within the tissue of interest (26) . Radiation-induced fibrosis is characterized by increased collagen content, and will result in an increase in the midband fit value.
In this pilot study, we have demonstrated the clinical feasibility of our quantitative ultrasound technique to noninvasively measure radiation-associated late effects on skin and subcutaneous tissues. Comparing the treated breast with the untreated breasts of 18 post-radiation patients, we observed a 26.9% increase in skin thickness, a 31.5% decrease in Pearson coefficient, and a 91.6% increase in midband fit of the treated breasts. We have also demonstrated a correlation between normal-tissue toxicity measured by RTOG and that measured by our quantitative ultrasound. Comparing the subset of patients without clinical toxicity (RTOG grade-0) to those with late toxicity (RTOG grade-1 or higher), we observed significant ultrasound parameter changes: skin thickness increased from 17% to 39%, Pearson coefficient decreased from 18% to 38%, and midband fit increased from 6% to 136%. Such a correlation between clinical endpoints and ultrasound parameter values reflects the accuracy of our method.
Two limitations of the study are the small sample size and short follow-up time. Nevertheless, the initial results are encouraging and a future study is warranted to confirm that this ultrasound technique can provide a reliably quantitative assessment of the severity of normal-tissue toxicity. In this pilot study, the average parameter values of four quadrants were used to represent the overall breast-tissue change post radiation. Another limitation is that these average values do not reflect the dose distribution to the breast, nor the distribution of radiation damage. We are conducting a population-based breast-cancer study in which specific locations, such as the boost regions, will be separately examined. Moreover, we will extend our investigation to other treatment techniques, such as hypo-fractionation, MammoSite® and partial breast irradiation. We will also consider the applicability of the technique to other treatment sites, such as head and neck.
Our ultrasonic method of qualifying radiation-induced normal-tissue toxicity offers several distinct advantages over the current clinical assessments. First, the ultrasonic measurements are noninvasive, operator-independent and objective. Second, this technique may provide early detections of normal-tissue injuries that are difficult to detect thorough clinical examinations such as visual observation and palpation. Third, this ultrasound technique may be useful for systematic and longitudinal evaluations of temporal evolution of normal-tissue injury during and after radiation therapy. Forth, its clinical implementation is relatively straightforward and could offer a flexible alternative or adjunct for the subjective clinical assessments. As we seek to improve treatment efficacy with new radiotherapy approaches, this objective, quantitative ultrasound technique of normal-tissue toxicity assessment could emerge as a valuable tool for clinical studies, especially for multi-institutional clinical trials.
CONCLUSION
Normal-tissue toxicity is a limiting factor in radiation therapy that has yet to be objectively measured. We have developed a safe, quantitative ultrasound technique to measure the radiation-induced changes of the skin and subcutaneous tissue. Our ultrasound technique utilizes a conventional ultrasound scanner and analyzes the raw RF signal backscattered from the tissue of interest. Ultrasonic B-mode images document the visible features of the irradiated tissue, while ultrasonic parameters provide quantitative measures of the architectural properties of the irradiated tissue. This tool will be increasingly valuable as we continue to increase the therapeutic ratio in breast cancer radiation therapy. Improvements in detecting and treating toxicity will ensue once radiation-associated tissue changes are accurately and objectively assessed.
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eII. Hypodermis damage assessment
The conventional B-mode images displayed anatomical structures of the breast and were used to identify the hypodermis region-of-interest (ROI), as shown in Fig. e1 . We manually placed each ROI (10 mm by 2 mm) for the analysis. All of the computations were performed on the raw RF data within the ROI. Each ROI consists of m sample points and n scan lines. A Hilbert transform was applied to the RF scan lines. The absolute value of the transformed data for each scan line, s i , was then used as a basis for the Pearson correlation coefficient (Equation 1).
The Pearson correlation coefficient between scan lines i and j is defined by: (1) where s̄i and s̄j are the sample means, σ i and σ j are the sample standard deviations and the sum is over m sample points. The average correlation coefficient over n scan lines, ξ = <ξ i,j >, reflects the variability in the acoustic impedance. Mathematically, the correlation coefficient ξ ranges from 0 to 1, where 0 represents no correlation and 1 represents perfect correlation. For a planar reflector, the correlation coefficient is close to 1. Healthy skin has well-defined layers of epidermis, dermis, and hypodermis. Therefore, we anticipate a higher ξ for normal skin. As cellular fibrosis develops post radiation, the hypodermis layer becomes blurred or irregular. This will result in a decrease in the correlation coefficient along the hypodermis.
eIII. UTC midband fit for subcutaneous tissue assessment
UTC using 1D spectrum analysis has been widely used in cancer detection (26, (28) (29) (30) . We adapted a parameter, the midband fit, which is the midpoint of the linear regression of 1D power spectrum of the backscattered RF signals to evaluate subcutaneous tissue. 1D spectrum analysis starts with the display of a conventional B-mode image. Physicians use this image to choose the ROI for analysis (Fig. e2) . In this pilot study, a ROI of 30 × 4mm window of RF signals is analyzed. These RF signals are composed of a range of frequencies (bandwidth). A Fourier transform is performed to separate the signal into various frequency components.
1D power spectrum is computed by taking a fast-Fourier transform along the RF data lines within the ROI:
where v n (t) is the RF data for line n (n from 1 to N, where N is the total number of lines in the ROI) and * represents the complex-conjugate operation. The resultant spectrum of each line was averaged to obtain an ensemble power spectrum S(f) of the ROI and was then converted to units of decibels (dB). (4) The averaged 1D power spectrum of the tissue segment is further calibrated using a reference phantom to remove system factors, such as the beam transfer function. Within the usable bandwidth, a linear regression is applied to the calibrated power spectrum, S(f) = β · f + I, where f is the frequency (MHz), β is the spectral slope (dB/MHz) and I is the spectral intercept (dB) (Fig. e3) . The midband fit is the intensity value at the center of the frequency of linear regression and is related to the acoustic (physical) properties of the tissue microstructures. Diagram showing (a) the orientation and (b) the location of the breast ultrasound scanning. Ultrasound B-mode image of breast with the RF signals corresponding to the central line. Post-radiotherapy photograph of the treated breast (right) and untreated breast (left) at 1 year follow-up visit. The vertical distance between the blue markers is 25 cm. The treated breast had retracted roughly 4 cm, measured at the nipple. Ultrasound B-mode images of the untreated (a) and treated (b) breasts scanned at the medial location. Skin thickness of the treated breast (dark grey) vs. the untreated breast (light grey). Pearson coefficient of the treated breast (dark grey) vs. the untreated breast (light grey). Spectral midband fit of the treated breast (dark grey) vs. the untreated breast (light grey). Box plot of treated to untreated breast skin thickness ratio vs. RTOG subcutaneous late-toxicity score. Box plot of treated to untreated breast Pearson correlation coefficient ratio vs. RTOG skin latetoxicity score. Box plot of treated to untreated breast midband fit ratio vs. RTOG skin late-toxicity score. 
